[Retinoscopy under cycloplegic and non-cycloplegic conditions in children comparison of measurements of three examiners (author's transl)].
The refractive status of 100 eyes were measured by three ophthalmologists utilizing retinoscopy under non-cycloplegic and cycloplegic conditions. The statistical analysis of the results was done by multiple regression. The retinoscopic measurements of sphere and cylinder of the three examiners show smaller differences under cycloplegic than under non-cycloplegic conditions. The largest differences in the measurements of axis were found in cases of small cylinder power. Especially in children and in patients with strabismus, the authors feel that measurements of the refractive state have to be carried out under cycloplegia.